Long-term testing of defibrillator batteries.
This article describes the life testing of lithium/silver vanadium oxide defibrillator batteries. Batteries were tested at 37 degrees C under conditions which simulate clinical conditions. A total of 788 cells are currently under test. No failures have been observed, and cells are performing normally.